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Abstract—The European X-ray Free Electron Laser
(XFEL.EU) is currently being commissioned in Schenefeld,
Germany. From 2017 onwards it will provide spatially coherent
X-rays of energies between 0.25 keV and 25 keV with a unique
timing structure. One of the detectors foreseen at XFEL.EU
for the soft X-ray regime (energies below 6 keV) is a quasi
column-parallel readout FastCCD developed by Lawrence
Berkeley National Lab (LBNL) specifically for the XFEL.EU
requirements. Its sensor has 1920×960 pixels of 30µm ×30µm
size with a beam hole in the middle of the sensor. The camera
can be operated in full frame and frame store mode. With the
FastCCD a frame rate of up to 120 fps can be achieved, but at
XFEL.EU the camera settings are optimized for the 10 Hz XFEL
bunch-mode. The detector has been delivered to XFEL.EU.
Results of the performance tests and calibration done using
the XFEL.EU detector calibration infrastructure are presented
quantifying noise level, gain and energy resolution.
Index Terms—X-ray detectors, CCD, FEL
I. INTRODUCTION
From 2017 onwards the European X-ray Free Electron Laser
(XFEL.EU) [1], which is currently being commissioned in
Schenefeld, Germany, will provide spatially coherent X-rays
with a unique timing structure: there will be up to 2700 pulses,
with a 4.5 MHz repetition rate, 10 times per second at very
high photon fluxes up to 1013 photons per pulse [2]. For the
planned energy range between 0.25 keV and 25 keV several
dedicated detectors are foreseen [3]. One of the detectors for
the soft X-ray regime will be a FastCCD with a quasi column-
parallel readout, which has been developed at the Lawrence
Berkeley National Lab (LBNL) [4].
II. THE LBNL FASTCCD
The 1k Frame Store (FS) FastCCD Sensor System devel-
oped at LBNL is a soft X-ray detector including a readout
system optimized for experiments at advanced light sources.
It is designed for energies of 0.25 keV < Eγ < 6 keV. The
main components of the system are an in-vacuum camera head
shown in Figure 1, a camera interface electronics board and
an ATCA based readout and data processing subsystem [5].
The full camera head assembly includes the three separate
electronics subassemblies and a cooling system to cool the
camera to operating temperature of approximately -57◦C. For
increased speed the readout is done almost column parallel
with a ten column multiplexed readout.
Fig. 1: The assembled FastCCD camera for XFEL.EU.
TABLE I: Technical specifications of the FastCCD detector
developed at LBNL for XFEL.EU.
Properties FastCCD
Photon energy range 0.25 keV − 6 keV
Pixel size 30µm× 30µm
Sensor size 1920× 960 pixels
Sensor thickness 200µm
Dynamic range 103 above 0.5 keV
Beam hole size 1.8 mm
Speed 60 fps (FF), 120 fps (FS)
Quantum efficiency ≥ 94% for Eγ > 1 keV
Vacuum operation 10−7-10−6 mbar
The detector manufactured for XFEL.EU has a sensor
consisting of 1920×960 pixels of a size of 30µm × 30µm.
Two operating modes are implemented: one using the entire
sensor area for imaging (full-frame mode), the second using
only the central 960×960 pixels for imaging and the remainder
as a frame-store area. The detector specifications are given in
Table I. The maximum achievable frame rate is 120 frames
per second (fps) in frame-store mode and 60 fps in full-frame
mode. At XFEL.EU the camera will mainly be operated at
10 Hz, corresponding to the pulse train rate of the FEL.
As the intensity of the XFEL.EU beam at the detector may
be very high, a central hole for the beam to pass through
is required. This hole of the size 1.8 mm was laser-drilled
after the sensor had been fabricated, bonded and tested. During
the drilling the sensor was protected by a thin layer of First
ContactTM cleaner.
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Fig. 2: Histogram showing the noise for the FastCCD pixels
at different temperatures.
Fig. 3: Dependance on sensor temperature of the average noise
for the whole sensor (red), the upper hemisphere (blue) and
the lower hemisphere (cyan).
III. PERFORMANCE OF THE FASTCCD
First performance tests have been done showing good
performance also after the 1.8 mm hole was cut in the sensor.
A. Dark measurements
The RMS noise level was measured to be 5.37±1.41 ADU
counts and is depicted in the histogram shown in Figure 2.
Given the detector settings this is equivalent to 32.7± 8.5 e−.
The noise and offset values were found to be stable within
about 0.5% between -60◦C and -30◦C and then start increasing
with rising temperature as expected (see Figure 3).
B. Measurements with Fe-55 illumination
Initial estimates of the detector response have been done by
illuminating the sensor with a 1.1 GBq Fe-55 source using the
XFEL.EU detector calibration laboratory [6].
Figure 4 shows an energy spectrum of 1-pixel single events
(a single pixel having a signal above 5 σnoise, all neighboring
pixels showing no signal, i.e. counts below 3 σnoise). The
Mn Kα is clearly visible and its position as well as the
position of the MnKβ have been fitted to a 5-gaussian model.
The fit to the position of these peaks yields a gain estimate
of 22.26± 0.2 eV/ADU, which is in line with expectations.
Note that the data from which the spectrum was produced
has not yet been CTI or relative gain corrected. Nevertheless,
an energy resolution of σ = 262 ± 4 eV can be observed,
Fig. 4: The measured energy spectrum of an Fe-55 source is
shown, taking only single-pixel events into account. The Mn
Kα peak is clearly visible. The fit to Mn Kα and Mn Kβ and
their positions are indicated by lines.
corresponding to a peak separation of 3.9σ at the lower energy
range of 1 keV, which is visualized in Figure 5 . The device
thus offers reasonable performance for operation in a photon-
integrating mode in these energy regimes.
IV. OUTLOOK
With CTI and relative gain corrections the energy resolution
has been improved to up to σ = 174 ± 17 eV for part
of the detector. These corrections are currently limited by a
synchronization issue in the firmware of the FastCCD. With a
firmware update imminent, and further optimizations at LBNL
(including an exchange of a noisy digitizer board), perfor-
mance tests and calibration will continue in the XFEL.EU
detector calibration laboratory. Using a pulsed X-ray source
is planned, aiming at a calibration that allows an improved
energy resolution.
Fig. 5: Separation power of the FastCCD for photons at 1 keV.
The predicted distributions of 1 γ, 2 γ and 3 γ events are shown
and their separation of 3.9σ, i.e. an overlap of 2.6% of the
event distributions.
Afterwards, the FastCCD is to be integrated in the beam
line of the Spectroscopy and Coherent Scattering [7] (SCS)
experiment at XFEL.EU. There it will be utilized for single-
shot non-linear imaging experiments and as a secondary
diffraction plane for time-resolved holography together with
the DSSC detector [8].
V. CONCLUSION
Results of the performance tests for the LBNL FastCCD
developed for the European XFEL have been presented. The
RMS noise level is 32.7±8.5 e−. With Fe-55 the energy reso-
lution was measured to be σ = 262± 4 eV. This is equivalent
to a projected separation power of 3.9σ at 1 keV. A further
performance improvement is expected after replacement of a
noisy digitizer board as well as optimization of the firmware
and subsequently a full set of corrections including CTI and
relative gain corrections.
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